
Kit Component Amount 

96-well plate precoated with anti-mouse IL-1a antibody 1 Plate 

Protein Standard: Lyophilized recombinant mouse IL-1a 2 tubes, 10 ng/tube 

Sample Diluent Buffer 30 ml 

Biotinylated Antibody (Anti-mouse IL-1a) 130 μl (100x) 

Antibody Diluent Buffer 12ml 

Avidin-Biotin-Peroxidase Complex (ABC) Solution 130 μl (100x) 

ABC Diluent Buffer 12 ml 

Tetramethyllbenzidine (TMB) Color Developing Agent 10 ml 

TMB Stop Solution 10 ml 

COMPONENTS 

Washing Buffer (not provided): TBS or PBS 

0.01M TBS: Add 1.2g Tris, 8.5g NaCl; 450μl of purified acetic acid or 700μl of 

concentrated hydrochloric acid to 900ml H2O and adjust pH to 7.2-7.6. Adjust the total 

volume to 1L. 

 

0.01M PBS: Add 8.5g sodium chloride, 1.4g Na2HPO4 and 0.2g NaH2PO4 to 900ml 

distilled H2O and adjust pH to 7.2-7.6. Adjust the total volume to 1L. 

 

 

Storage 

Store at 4C. Cell Applications, Inc. recommends using the kit within 6 

months of order. 

BACKGROUND 
 

Interleukin-1 (IL-1) is the prototypic pro-inflammatory cytokine produced 

predominantly by activated monocytes and macrophages. There are two 

forms of IL-1, IL-1alpha and IL-1beta and in most studies, their biological 

activities are indistinguishable. IL-1beta is the dominant form of IL-1 in vivo. 

Both IL-1alpha and beta are derived by enzymatic cleavage of precursor 

proteins (pro-IL-1alpha and pro-IL-1beta).1 IL-1 affects nearly every cell type, 

often in concert with another pro-inflammatory cytokine, tumor necrosis factor 

(TNF). IL-1 plays a key role in the onset and development of the host reaction 

to invasion, being an important factor in the initiation of the inflammatory 

response and in the triggering of immune functions.2 Although IL-1 can 

upregulate host defenses and function as an immunoadjuvant, IL-1 is a highly 

inflammatory cytokine. The margin between clinical benefit and unacceptable 

toxicity in humans is exceedingly narrow.3 Due to its pleiotropic activity and to 

the high potency of its inflammatory effects IL-1 activity is tightly regulated in 

the body by a complex network of control systems. These include the 

presence of two types of inhibitors, the receptor antagonist IL-1ra and the 

second type of IL-1 receptor (IL-1RI), which is a natural scavenger of IL-1. 

Furthermore, regulation of IL-1 activity is attained by a strict hierarchy of 

binding affinity of the two receptors (the activating IL-1RI and the inhibitory IL-

1RII) for the various members of the IL-1 family. Additional levels of control 

are represented by the presence of soluble forms of both receptors and of 

immature pro-IL-1 forms with different characteristics of activity and receptor 

binding capacity.4 
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Figure 1: IL-1a Standard Curve. Using the mouse 

IL-1a ELISA Kit, O.D. data was graphed against IL-

1a protein concentration. The TMB reaction was 

incubated at 37°C for 15 min. 

ELISA OVERVIEW 
 

Cell Applications ELISA Kits are based on standard sandwich enzyme-linked 

immunosorbent assay technology. Freshly prepared standards, samples, and 

solutions are recommended for best results. 

 

1. Prepare test samples. 

2. Prepare a protein standard of the target protein. 

3. Add test samples and standards to the pre-coated 96-well plate. Do not 

wash. 

4. Add biotinylated detection antibodies. Wash. 

5. Add Avidin-Biotin-Peroxidase Complex (ABC) Solution. Wash. 

6. Add Tetramethyllbenzidine (TMB) Color Developing Agent, containing 

HRP substrate.  

7. Add TMB Stop Solution  

8. Subject the plate to analysis. 

 

 

NOTES: 

• Before using the kit, quick spin tubes to bring down all solution to the 

bottom of tube. 

• Duplicate assay wells are recommended for both standard and sample 

testing. 

• Do not let the 96-well plate dry, this will lead to inactivation of plate 

components. 

• When diluting samples and reagents, ensure that they are mixed 

completely and evenly.  

• Pre-warm diluted ABC and TMB solutions at 37℃ for 30 min before use 

to avoid variable temperature effects. 

• For washes, use TBS or PBS. Do not touch well walls. 

• A protein standard is included in the kit. A protein standard detection 

curve should be generated with each experiment, no more than 2 hours 

prior to the experiment.  

• The user will determine sample dilution fold by estimation of target 

protein amount in samples. 
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Mouse IL-1a ELISA Kit 

Cat. No. CL0391 
96-wells 

Target Protein Species:    Mouse 
Range            4.7 pg/ml – 300pg/ml 
Specificity      No detectable cross-reactivity  
            with other cytokines 

X pg/ml 0.0 4.7 9.4 18.8 37.5 75 150 300 

Y O.D.450 0.006 0.091 0.162 0.282 0.573 1.081 1.915 2.904 

Mouse IL-1α ELISA Kit

Concentration (pg/ml)

O
.D

.

0.0 55.0 110.0 165.0 220.0 275.0 330.00.00

0.53

1.06

1.60

2.13

2.66

3.19



Preparation of the Avidin-Biotin-Peroxidase Complex (ABC) Working 

Solution  

The solution should be prepared no more than 1 hour prior to the experiment.  

1. The total volume should be: 0.1ml/well x (the number of wells). (Allowing 

0.1-0.2 ml more than total volume) 

2. Avidin- Biotin-Peroxidase Complex (ABC) should be diluted in 1:100 with 

the ABC dilution buffer and mixed thoroughly. 

 

 

IV. ELISA 
 

The ABC working solution and TMB color developing agent must be kept 

warm at 37°C for 30 min before use. When diluting samples and reagents, 

they must be mixed completely and evenly. A standard detection curve should 

be prepared for each experiment. The user will decide sample dilution fold by 

crude estimation of target protein amount in samples. 

1. Aliquot 0.1ml per well of the 300pg/ml, 150pg/ml, 75pg/ml, 37.5pg/ml, 

18.8pg/ml, 9.4pg/ml, 4.7pg/ml mouse IL-1α standard solutions into the 

precoated 96-well plate. Add 0.1ml of the sample diluent buffer into the 

control well (Blank well). Add 0.1ml of each properly diluted sample of 

mouse sera, plasma, body fluids, tissue lysates or cell culture 

supernatants to each empty well. See “Sample Dilution Guideline” for 

details. We recommend that each mouse IL-1α standard solution and 

each sample is measured in duplicate. 

2. Seal the plate with the cover and incubate at 37°C for 90 min. 

3. Remove the cover, discard plate content, and blot the plate onto paper 

towels or other absorbent material. Do NOT let the wells completely dry 

at any time. 

4. Add 0.1ml of biotinylated anti-mouse IL-1α antibody working solution into 

each well and incubate the plate at 37°C for 60 min. 

5. Wash the plate three times with 0.01M TBS or 0.01M PBS, and each 

time let washing buffer stay in the wells for 1 min. Discard the washing 

buffer and blot the plate onto paper towels or other absorbent material. 

6. Add 0.1ml of prepared ABC working solution into each well and incubate 

the plate at 37°C for 30 min. 

7. Wash plate 5 times with 0.01M TBS or 0.01M PBS, and each time let 

washing buffer stay in the wells for 1-2 min. Discard the washing buffer 

and blot the plate onto paper towels or other absorbent material. 

8. Add 90 μl of prepared TMB color developing agent into each well and 

incubate plate at 37°C for 14-18 min (shades of blue can be seen in the 

wells with the four most concentrated mouse IL-1α standard solutions; 

the other wells show no obvious color). 

9. Add 0.1ml of prepared TMB stop solution into each well. The color 

changes into yellow immediately. 

10. Read the O.D. absorbance at 450nm in a microplate reader within 30 

min after adding the stop solution. 

 

 

V. Calculating Protein Concentration 
 

• For all wells, determine O.D.450(Relative): 

      O.D.450(Relative) = O.D.450(Reading) – O.D.450(Blank) 

 

• Plot the standard curve:  

Plot O.D.450(Relative) of each standard solution (Y) vs. the 

respective concentration of the standard solution (X). See Figure 1 

for a typical standard curve. 

 

• The target protein concentration in samples can be interpolated from the 

standard curve. Multiply the interpolated concentration by the dilution 

factor to obtain the target protein concentration in the sample. 

PROTOCOL 
 

I. Plate Washing 
Discard the solution in the plate without touching the side walls. Blot the 

plate onto paper towels or other absorbent material. Soak each well with 

at least 0.3 ml PBS or TBS buffer for 1~2 minutes. Repeat this process 

two additional times for a total of three washes.  

 

 

II. Preparation of Test Samples 
 

Test Sample Processing 

• Cell culture supernate, tissue lysate or body fluids: Remove 

particulates by centrifugation. 

• Serum: Allow the serum to clot in a serum separator tube (about 2 

hours) at room temperature. Centrifuge at approximately 1000 X g for 10 

min. 

 

Sample Dilution Guideline 

Estimate the concentration of the target protein in the sample and select 

a proper dilution factor such that the diluted target protein concentration 

falls within the standard curve range. Depending on the sample, several 

trial dilutions may be necessary. Dilute the sample using the provided 

diluent buffer, mixing well. Suggested working dilutions of samples are 

as follows: 

 

 

 

 

 

 

If samples will be assayed within 24 hours, store at 2-8°C. For long-term 

storage, aliquot and freeze samples at -20°C. Avoid repeated freeze-

thaw cycles. 

 

IMPORTANT: Not suitable for serum which is haemolytic or with high fat. 

 

 

III. Preparation of Reagents 
 

Reconstitution of the Standard 

The standard solutions should be prepared no more than 2 hours prior to the 

experiment. Two tubes of the standard are included in each kit. Use one tube 

for each experiment. 

1. 10,000pg/ml of mouse IL-1α standard solution: Add 1 ml sample diluent 

buffer into one tube, keep the tube at room temperature for 10 min and 

mix thoroughly. 

2. 300pg/ml of mouse IL-1α standard solution: Add 0.03 ml of the above 

10ng/ml IL-1α standard solution into 0.97 ml sample diluent buffer and 

mix thoroughly. 

3. 150pg/ml→4.7pg/ml of mouse IL-1α standard solutions: Label 6 

Eppendorf tubes with 150pg/ml, 75pg/ml, 37.5pg/ml, 18.8pg/ml, 

9.4pg/ml, 4.7pg/ml, respectively. Aliquot 0.3 ml of the sample diluent 

buffer into each tube. Add 0.3 ml of the above 300pg/ml IL-1α standard 

solution into 1st tube and mix. Transfer 0.3 ml from 1st tube to 2nd tube 

and mix. Transfer 0.3 ml from 2nd tube to 3rd tube and mix, and so on. 

 

Preparation of Biotinylated Antibody Working Solution 

The solution should be prepared no more than 2 hours prior to the experiment. 

1. The total volume should be: 0.1ml/well x (the number of wells). (Allowing 

0.1-0.2 ml more than total volume) 

2. Biotinylated antibody should be diluted in 1:100 with the antibody diluent 

buffer and mixed thoroughly. 

FOR RESEARCH USE ONLY. NOT FOR DIAGNOSTIC OR CLINICAL USE. 

Target Protein  

Concentration Range 

Sample  

Working Dilution 

Sample  

Vol. 

Diluent  

Buffer Vol. 

3-30 ng/ml 1:100 1 μl  99 μl  

0.3-3 ng/ml 1:10 10 μl  90 μl  

4.7-300 pg/ml 1:2 50 μl  50 μl  

≤4.7 pg/ml n/a 100μl  n/a  
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